
Selenium is an essential trace element in the human
body.  A lack or excess of selenium leads to several dis-
ease.  A sensitive method of determining selenium is
therefore necessary for studying diseases involving a
lack selenium or selenium poisoning.  The determina-
tion of nanogram levels of selenium in biological mate-
rial is usually difficult.  Analysis by atomic absorption
spectroscopy has been shown to be a quick and simple
method using the hydride vapor generation technique.1,2

Although there are several references to this method,
there are also a number of factors generally overlooked,
such as interferences and losses through volatilization
at high temperatures.  The detection limit is also low
compared to that of voltammetric methods.

Modern voltammetric methods have been used for
determining trace amounts of selenium.  Of these,
anodic stripping voltammetry (ASV)3–5, cathodic
stripping voltammetry (CSV)6–8, adsorptive stripping
voltammetry (Ads. SV)9,10 and differential pulse
polarography (DPP)11,12 are the most popular.  In our
previous studies3,13 we observed a phenomenon during
the anodic stripping voltammetric determination of
selenite in the presence of copper.  When selenite was
added to a solution containing copper (in order to deter-
mine selenium, standard additions were made) the peak
height decreased and a new peak appeared at a more
negative potential than that for selenium oxidation.
This new peak was attributed to an intermetallic com-
pound between selenium and copper.  This fact was
thoroughly investigated using cyclic voltammetry13 and
it was shown that there was intermetallic compound
formation on the hanging mercury-drop electrode, and

that the new peak during stripping was due to a reduc-
tion of this compound.  A similar behavior was stated6–8

to happen between copper and selenium during the
cathodic and anodic stripping voltammetric determina-
tion of selenium.

During our DPP studies we observed that selenite and
some ions, such as copper, lead and cadmium, dimin-
ished the peak of each other.  This unusual behavior
may not be due to the formation of metal selenites,
since it was also observed in 2 M acid solutions, where
selenite formation was not possible.  Because of this
phenomenon, most of the electroanalytical determina-
tions in solutions which contain both selenite and at
least one of these ions would be wrong.  It was thus
found that it is important to investigate this behavior
thoroughly.  The aim of this study was to determine the
kind of interaction taking place between selenite and
the mentioned ions.

Experimental

Apparatus
A PAR Model 174A polarographic analyzer system,

equipped with a PAR mercury-drop timer, was used.
The drop time of the mercury electrode was approxi-
mately 2 – 3 s (2.75 mg s–1).  A saturated calomel elec-
trode (SCE) was used as the reference, and a platinum
wire as the counter electrode.  The polarograms were
recorded with a Linseis LY 1600 X-Y recorder
(Linseis, Selb, Germany).  The pH values were mea-
sured with a Hanna HI 8521 pH meter.  Differential
pulse polarograms were recorded under the conditions
of a drop life of 1 s, a scan rate of 5 mV s–1 and a pulse
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amplitude of 50 mV.

Reagents
All of the reagents used were of analytical-reagent

grade.  Triply distilled water was used throughout.  The
mercury (proanalysi) used in the dropping-mercury
electrode was obtained from Merck (Darmstadt,
Germany).  Contaminated mercury was cleaned by
passing it successively through dilute HNO3 and water
columns in the form of fine droplets.  The collected
mercury was dried between sheets of filter-paper.
Before use, a polarogram of this mercury was recorded
in order to confirm the absence of impurities.

A 0.1 mol dm–3 stock standard selenite solution was
prepared by dissolving 1.1977 g of SeO2 in 100 cm3 of
hot water.  Solutions of 1´10–3, 1´10–4 and 1´10–5 mol
dm–3 were prepared before every use in order to avoid
the aging process of solution.  Dilute solutions were
prepared before every use.  Britton–Robinson buffer
solutions (B-R solution) were used for pH=2.3 and 4.3.

Procedure
The solution was deaerated for 10 min with pure

nitrogen (99.999%).  Then, differential pulse polaro-
grams were recorded under the conditions of a drop life
of 1 s, a scan rate of 5 mV s–1 and a pulse amplitude of
50 mV.

Results and Discussion 

During the polarographic determination of selenite,
when selenite solutions were added to solutions of
some ions, such as lead, cadmium and copper, it was
observed that the peak height of the mentioned ions
were decreasing.  To investigate this behavior, solutions
of various compositions were prepared and their DPP
peaks were observed under different conditions.

Effect of lead ion additions on the selenite peak
Three peaks were observed for selenite ion in a 0.1 M

HCl solution.14 The peak at –0.54 V responded well to
selenite ion additions.  However, when lead solution
was added to this solution, different results were
obtained, depending on the lead-to-selenium concentra-
tion ratio.  The results can be summarized as follows:
i) When a 300 ml portion of 1´10–3 M selenite solution

was added to 10 ml 0.1 M HCl solution and a polaro-
gram was taken, a reduction peak at –0.54 V, which
belongs to selenite, was observed.  When a lead-ion
solution was added to this solution the peak at –0.54
V decreased and a new peak at –0.33 V appeared, as
can be observed in Fig. 1.  This peak at –0.33 V was
observed only when selenite and lead were present
together, which suggests an interaction between
these ions.

ii) The peak at –0.33 V increased upon the continuous
additions of lead ion until a one-to-one mole ratio for
selenite and lead ion was approached (Fig. 1).

iii) The peak for selenium at –0.54 V decreased upon
lead-ion additions, as can be seen in Fig. 1; for 1 mol
of lead nearly 1 mol of selenite was used up.

iv) During lead-ion additions to a selenite solution,
when the lead concentration exceeded the selenite
concentration, another peak at –0.41 V appeared, as
can be seen in Fig. 2.  According to our preliminary
studies, this peak must belong to lead.  Since selenite
ion was used up by lead ion to form a compound
which gives a peak at –0.33 V, the free lead ion
could be observed at –0.41 V.  As expected, this
peak increased upon the addition of lead ion.

v) When more selenite was added to a solution contain-
ing selenite and excess lead, the peak for lead at
–0.41 V decreased and the peak at –0.33 V in-
creased, as shown in Fig. 3.

vi) When the peak for lead was lost with continuous
additions of selenite, the peak for selenium at –0.54
V started to increase as can be seen in Fig. 3.  The
peak at –0.33 V, however, became constant when
one of these ions was used up.

vii) The same behavior was also observed with solu-
tions containing 10–6 and 10–7 M selenite and the
mentioned ions.

Effect of selenite additions on lead peak 
For the lead ion a peak at –0.41 V was observed,

which responded well upon lead-ion additions.  When a
small amount of selenite was added to this solution a
new peak at –0.33 V appeared, and the peak for lead at
–0.41 V decreased, as can be observed in Fig. 4.  When

400 ANALYTICAL SCIENCES   APRIL 1998, VOL. 14

Fig. 1 Effect of lead-ion additions on the selenite peak. (a), 10
ml 0.1 M HCl; (b), (a)+300 ml 1´10–3 M Se(IV); (c), (b)+100
ml 1´10–3 M Pb(II); (d), (c)+200 ml 1´10–3 M Pb(II). Drop life
1 s, scan rate 5 mV s–1 and pulse amplitude 50 mV.



the lead peak disappeared with continuous addition of
selenite ion, a new peak at –0.54 V belonging to the
selenite ion appeared.  This peak increased continuous-
ly with selenite additions.  Thus, the same results were
obtained, although the initial solutions were different.

Effect of cadmium and copper
Similar results were observed for solutions containing

copper, cadmium and selenite.  While cadmium had a
peak at –0.62 V, the addition of selenite at the same
concentration decreased this peak, and a new peak at
–0.41 V appeared.  In the case of copper, however, in
contrast to ASV and CSV studies, the interference was
not as strong as that for lead and cadmium.  When the
copper concentration was more than ten-times that of
selenite a small interference was observed.

Effect of temperature
A polarogram of a solution containing 400 ml 1´10–3

M Pb2+ and 100 ml 1´10–3 M Se(IV) was first taken at
25˚C.  A peak at –0.33 V belonging to lead-selenium
compound and a peak at –0.41 V for lead was obtained.
This solution was warmed up to 45˚C, and a polaro-
gram was taken once more.  The peak at –0.33 V disap-
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Fig. 2 Addition of lead ion when the lead concentration was
equal to the selenite concentration.   (a), 10 ml 0.1 M HCl;
(b), (a)+300 ml 1´10–3 M Se(IV) and 300 ml 1´10–3 M Pb(II);
(c), (b)+300 ml 1´10–3 M Pb(II); (d), (c)+100 ml 1´10–3 M
Pb(II).  Drop life 1 s, scan rate 5 mV s–1 and pulse amplitude
50 mV.

Fig. 3 Addition of selenite ion when the lead concentration
exceeded the selenite concentration. (a), 10 ml 0.1 M HCl;
(b), (a)+300 ml 1´10–3 M Se(IV) and 1000 ml 1´10–3 M
Pb(II); (c), (b)+200 ml 1´10–3 M Se(IV); (d), (c)+900 ml
1´10–3 M Se(IV). Drop life 1 s, scan rate 5 mV s–1 and pulse
amplitude 50 mV.

Fig. 4 Effect of selenite-ion additions on the lead peak. (a), 10
ml 0.1 M HCl; (b), (a)+200 ml 1´10–3 M Pb(II); (c), (b)+50 ml
1´10–3 M Se(IV); (d), (c)+50 ml 1´10–3 M Se(IV); (e), (d)+50
ml 1´10–3 M Se(IV); (f), (e)+50 ml 1´10–3 M Se(IV); (g),
(f)+50 ml 1´10–3 M Se(IV); (h), (g)+50 ml 1´10–3 M Se(IV);
(i), (h)+50 ml 1´10–3 M Se(IV). Drop life 1 s, scan rate 5 mV
s–1 and pulse amplitude 50 mV.



peared, and the lead peak increased, as can be seen in
Fig. 5.  This fact was expected, since the adsorption
decreased at higher temperatures and intermetallic
compound formation could not take place at the drop
surface.  After the solution had cooled down to 25˚C
once more, a polarogram was taken.  The same two
peaks at –0.33 V and –0.41 V were observable again.
The disappearance of the peak at –0.33 V may be an
indication of the formation of this compound on the
drop surface where one of the elements was adsorbed.

Effect of pH 
The same phenomenon was observed for 2, 1 and 0.1

M HCl solutions and also in pH=2.3 B-R buffer solu-
tions.  However, in a pH=4.3 B-R buffer solution, the
lead peak was not observed, and the addition of this ion
did not diminish the selenium peak.  This can be
explained by complex formation between lead and
acetate in the buffer.  The complexed lead could not
react with selenium.  The effect of the pH on the lead

and cadmium peak potentials is summarized in Table 1.
The peak which was obtained in the presence of seleni-
um and lead, and the peak obtained in the presence of
selenium and cadmium, are represented by PbSe and
CdSe, respectively.

As can be observed in Table 1, the peak potential for
selenium shifts to more negative potentials with
increasing pH, as expected.  On the other hand, lead
and cadmium reduction peaks and PbSe and CdSe for-
mation peaks are shifted to more positive potentials
with pH.

The mechanism
We have to explain why the selenium peak and the

peaks of the above-mentioned ions decrease upon the
addition of one of these ions, and the new peak which
is formed when both of these ions are present.

It is known that under polarographic conditions selen-
ite develops three peaks in an acidic medium.14,15 First,
it is reduced to elemental selenium at between 0 and
–0.2 V (Eq.(1)), then to H2Se at around –0.5 V, and
finally to HgSe.  When lead and selenium are present
together, there is clearly a reaction between the reduced
selenium (at about –0.2 V) and the lead ion, which
decreases their peaks.  As summarized in Table 1, the
new product is more easily reduced than both of the
elements.  Combining these results lead us to the fol-
lowing mechanism:

6H++SeO3
2–+4e– Se(ads)+3H2O (1)

and

Se(ads)+Pb2++2e– PbSe(ads) (2)

The peak at –0.33 V is attributed to the formation of
an intermetallic compound, which is formed from ele-
mental selenium adsorbed on the electrode surface.
This reduction takes place at more positive potentials
than do selenite and lead reduction, because of inter-
metallic compound formation.  It was observed that the
reduction potential of lead shifted to more positive
potentials with the pH.  This fact is also an indication
that the peak at –0.33 V is due to the formation of the
PbSe compound via the reduction of lead ion, and not
the selenite ion, since the reduction potential of selenite
shifted to more positive values at a lower pH.

According to temperature-dependence investigations
on the PbSe formation peak, we found that this peak
decreased with temperature.  Since the adsorption
decreases with temperature, this fact also emphasizes
that the observed phenomenon is a surface reaction.
An intermetallic compound formation between copper
and selenium during ASV3 and CSV6,8 determinations
has been mentioned before.  It seems that in DPP mea-
surements when lead and selenium are present together,
the same kind of intermetallic compound formation
takes place.  However, in ASV studies the new peak
was found to be brought about by a reduction of the
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pH Se Pb PbSe Cd CdSe

4.3a –0.71 — — –0.59 –0.38
2.3a –0.58 –0.35 –0.29 –0.60 –0.40
0.1 M HCl –0.54 –0.41 –0.33 –0.62 –0.41
1 M HCl –0.51 –0.47 –0.41 –0.66 –0.46
2 M HCl –0.48 –0.50 –0.43 –0.69 –0.48

Table 1 Effect of pH on peak potentials (V) of Se, Pb, PbSe, 
Cd and CdSe

a. Britton–Robinson buffer solution.

Fig. 5 Effect of the temperature on the lead-selenium
compound. (a), 10 ml 0.1 M HCl; (b), 400 ml 1´10–3 M Pb(II)
and 100 ml 1´10–3 M Se(IV) at 25˚C; (c), (b) at 45˚C. Drop
life 1 s, scan rate 5 mV s–1 and pulse amplitude 50 mV.



intermetallic compound; in DPP studies it was brought
about in different way, as given in the mechanism.
Because of this interference, care must be taken in the
polarographic determination of the mentioned ele-
ments.  However, in our recent studies we made use of
the PbSe peak for determining selenium in biological
materials.16
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